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Biomacromolecules have transformed our capacity to effectively treat diseases; however,
their rapid degradation and poor absorption in the gastrointestinal (GI) tract generally
limit their administration to parenteral routes. An oral biologic delivery system must aid
in both localization and permeation to achieve systemic drug uptake. Inspired by the
leopard tortoise’s ability to passively reorient, we developed an ingestible self-orienting
millimeter-scale applicator (SOMA) that autonomously positions itself to engage with
GI tissue. It then deploys milliposts fabricated from active pharmaceutical ingredients
directly through the gastric mucosa while avoiding perforation. We conducted in vivo
studies in rats and swine that support the applicator’s safety and, using insulin as a model
drug, demonstrated that the SOMA delivers active pharmaceutical ingredient plasma
levels comparable to those achieved with subcutaneous millipost administration.

M
otivated by patient and health care pro-
fessional preference for oral delivery, re-
search on ingestible biomacromolecule
formulations began in 1922, the same
year as the first insulin injection (1, 2).

This initial study, along with others that followed,
was limited by low bioavailability and significant
variability. The discovery and purification of in-

sulin transformed our capacity to effectively treat
diabetes mellitus (3), yet health care providers
delay insulin initiation an average of 7.7 years
and instead prescribe less effective oral medica-
tions (4). Orally bioavailable biologic dosage forms
may allowhealth care providers to prescribe these
effective medications more quickly, yet the devel-
opment of such systems poses challenges (5).

Orally administered therapeutic proteins must
navigate extremes of pH, protease-rich environ-
ments, thick mucus layers, and cellular tight junc-
tions before achieving systemic bioavailability
(6). Preclinical technologies for gastrointestinal
(GI)–based biomacromolecule delivery, including
permeation enhancers, nanoparticles, andmucus-
adhering devices, enhance uptake but can gener-
ally only safely achieve bioavailabilities on the
order of 1% (7–15). Here, we describe a device that
physically inserts a drug-loadedmillipost through
the GI mucosa with the potential of approximat-
ing subcutaneous administration bioavailability.
With respect to safety and efficacy, the stom-

ach’s 4- to 6-mm-thick wall provides a broader
protective layer and more space to insert medi-
cation when compared with the 0.1- to 2-mm-
thick intestinal walls (16). Additionally, gastric
tissue regenerates quickly, and the fluidity of the
mucous barrier seals temporary defects in the
lining (17, 18). Routine procedures in which gas-
troenterologists use 5-mm 25-gauge Carr-Locke
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Fig. 1. Mechanical API localization and injection for oral gastric delivery.
(A) The SOMA localizes to the stomach lining, orients its injection mechanism
toward the tissue wall, and injects a drug payload through the mucosa. The
drug dissolves and the rest of the device passes out of the body. (B) A fabricated
SOMA. (C) A comparison between the shape of the leopard tortoise (S. pardalis)

and that of the SOMA. The SOMA quickly orients and remains stable in the
stomach environment after reaching its preferred orientation. [Photo: M.M. Karim/
Wikimedia Commons, CC-BY-SA 2.5] (D) The SOMA uses a compressed spring
fixed in caramelized sucrose (brown) to provide a force for drug-loaded millipost
(blue) insertion. After actuation, the spring remains encapsulated within the device.

on F
ebruary 7, 2019

 
http://science.sciencem

ag.org/
D

ow
nloaded from

 

http://www.dropbox.com/sh/szi7vnr4a2ajb56/AABs5N5i0q9AfT1IqIJAE-T5a?dl=0
http://science.sciencemag.org/


needles for GI injection provide strong clinical
evidence for this action’s safety (19, 20). More-
over, by delivering into the stomach tissue rather
than the small intestine, the dose delivery time is
likely to bemore predictable given the recognized
variability in gastric emptying (21). Although the
idea of delivering biologic drugs to the GI tract via
injection has been previously hypothesized and
tested via endoscopic procedures (22, 23), here
wedescribe an ingestible self-orientingmillimeter-
scale applicator (SOMA) that autonomously in-
serts drug-loaded milliposts into the stomach
lining. We demonstrate that the SOMA reliably
positions an actuation mechanism to insert ac-
tive pharmaceutical ingredient (API) into the
mucosa rather than the lumen. We also show
that the stomach’s thick external muscle pro-
vides a wide safety margin to prevent perfora-
tion during the insertion event. The SOMA’s small
form factor prevents obstruction in the lower
GI tract and allows for easy ingestion. It is smaller
in volume than the U.S. Food and Drug Admin-
istration (FDA)–approved daily dosed osmotic-
controlled release oral delivery system (OROS)
(Ø 9 mm × 15 mm), a nondegradable drug de-
livery capsule with obstruction rates of 1 in
29 million (24).
Inspired by the self-orienting leopard tortoise

(Stigmochelys pardalis) (25), we designed amono-
monostatic body (26) optimized for rapid self-
orientation with the capacity to resist external
forces (e.g., fluid flow, peristaltic motion, exer-
cise) upon reaching a stable point (Fig. 1). Similar
to aweeble-wobble toy, the leopard tortoise has a
shifted center of mass and a high-curvature up-
per shell that enable self-orientation to the pre-
ferred upright position. Unlike the weeble-wobble,
the tortoise’s bottomhalf possesses a low curvature
followed by a corner. Whereas a weeble-wobble
can be easily pushed over, the tortoise is stabi-
lized by this shape feature. For the SOMA, we
sought a self-orienting shape similar to that of the
tortoise to ensure that the millipost would not
misfire into the lumen if a patient leaned over
during actuation.
Using a custom minimization protocol in

MATLAB (see supplementary materials and
methods), which applied angular kinematic
equations, we designed the SOMA to minimize
the mean self-orientation time toward the stom-
ach wall from 36 angles while maximizing the
torque required to tilt the device from its pre-
ferred orientation. We employed geometric mod-
els of tortoise shells as initial guesses for the
shape (25). In the model and the final shape, we
hollowed out the top of the device to house the
actuation mechanism and API milliposts. Self-
orientation and destabilization testing conducted
in vitro with high-speed photography validated
our computer model (Fig. 2A and movie S1).
We used a combination of low-density poly-

caprolactone (PCL) and high-density 316L stain-
less steel to produce the low center of mass
needed for the SOMA to self-orient. Similarly
dense polypropylene and Field’s metal were used
interchangeably during the in vitro prototyping
process. Because stainless steel is not typically

ingested, we performed oral acute and subchro-
nic toxicity experiments in rats. No inflamma-
tion or signs of toxicity were observed (fig. S1).
This is consistent with prior studies, including
ones on dental braces (27, 28).
The optimized SOMA shape outperformed

both a sphere and ellipsoid made from the same
materials with equivalent masses, volumes, and
density distributions in two biologically relevant
metrics: orientation time and stability. Our sim-
ulation predicted that the SOMA oriented most

rapidly between the angles of 0° and 45° and the
angles of 100° and 180° measured from the pre-
ferred orientation, and it oriented within 100 ms
from 85% of all initial positions (Fig. 2B). When
dropped from a series of randomorientations, the
simulation predicted that the SOMA possessed
the lowest mean orientation time. In vitro studies
confirmed that the SOMA oriented most quickly
from a 30° and a 135° angle (Fig. 2C).
The device did not orient most rapidly between

the angles of 45° and 100° in the simulation or
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Fig. 2. The SOMA self-orients quickly from any position and remains stable once oriented.
(A) Imaging at 1000 frames per second reveals that the SOMA, made from a mixture of PCL
and stainless steel, self-orients. (B) Simulation-predicted and (C) experimentally measured
(n = 15) orientation times from a given initial angle, q1, of ellipsoids, spheres, and SOMAs made
from the same mass of PCL and stainless steel. The SOMA self-orients most quickly in the
shaded regions between 0° and 45° and between 100° and 180°. The corner on the SOMA
lengthens orientation times in the region of 45° to 100°, but (D) the corner also stabilizes the
preferred orientation. The experimentally determined maximum tilting angle, q2, when exposed
to a rocking motion of 15° at 0.5 rad/s (n = 10), is effectively 0° for the SOMA. This prevents the
drug from misfiring into the lumen rather than the tissue. (E) Experimentally measured orientation
times in fluids with varying viscosities from a 90° starting angle (n = 6). (F) SOMAs with weighted
metal bottoms self-orient in vivo, whereas (G) PCL-only SOMAs fail to orient appropriately. Error
bars indicate SD. *P < 0.05, **P < 0.01, ***P < 0.001, ****P < 0.0001.
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at a 90° angle during in vitro experiments be-
cause it possessed a corner in this region. Like
the leopard tortoise shell, the corner decreased
the applied torque in the stated region but also
stabilized the SOMA’s preferred orientation.When
placed in vitro on a tilt shaker at 50 rpm with
excursions of ±15°, the SOMA did not tilt more
than a single degree, unlike the ellipsoid and
sphere (Fig. 2D). At a 90° starting orientation,
all devices were predicted and shown in vitro
to orient within the same time frame in water
(Fig. 2E). Using this orientation as a control,
we tested the effects of fluids with varying vis-
cosities, such as canola oil and gastric juice, on
orientation time. The SOMA showed less decel-
eration due to viscous effects when compared
with an ellipsoid.

We tested the SOMA for self-orientation and
persistence of mucosal engagement 300 times
ex vivo in swine stomachs and 60 times in vivo
in fasted swine. To measure proper device orien-
tation, we performed endoscopy on (Fig. 2, F and
G) and took x-rays of (fig. S2) the swine after
administering the devices through an overtube
and agitating the abdomen via 180° rotations and
30° tilts of the animal model. To demonstrate
that themass distribution affected self-orientation,
we showed that the SOMA oriented in 100% of
trials, whereas a device of the same shape made
solely of PCL only oriented 50% of the time.
Having created a localization system, we then

fabricated API milliposts. By compressing a mix-
ture of up to 80% human insulin combined with
200,000 molecular weight poly(ethylene) oxide

(PEO 200k) under pressures of 550 MPa, we
loaded up to 0.5 mg of insulin in a sharp, conical
structuremeasuring 1.7 mm in height and 1.2mm
in diameter. Via compression, we connected the
insulin tip to a shaft made solely from biode-
gradable polymers such as PEO and hydroxypro-
pyl methylcellulose (Fig. 3, A and B). In total, the
millipost measured 7 mm in length. Compared
with liquid- or solvent-casted formulations, our
compressed formulation loaded up to 100 times
more API per unit volume (29).
Mechanical and chemical characterization

studies on the milliposts supported insulin sta-
bility. Raman spectroscopy validated the protein
structure of the API after high-pressure exposure
(fig. S3 and table S1). Compression tests mea-
sured a Young’s modulus of 730 ± 30 MPa, like
that of PEO, and an ultimate strength of 20.0 ±
0.7 MPa, ensuring millipost integrity after exter-
nal force (fig. S4). Dissolution profiles in vitro de-
monstrated complete dissolution within 60 min
(fig. S5). Stability studies conducted at 40°C
showed that the insulin milliposts remained
stable in a desiccated environment for 16 weeks
(fig. S6), as compared with 4 weeks of stability
for a liquid formulation. Using the same com-
pression concept, we also fabricated millipost
tips and shafts out of 100% human insulin, which
we used in our SOMA to increase the payload.
Using a custom stage, we demonstrated that

milliposts displaced in vivo swine tissue by 7 mm
whenwe applied on the order of 1 N of force (Fig.
3C and fig. S7). Using this measurement as a
boundary condition, we created a time-delayed
actuation mechanism with forces capable of in-
serting drug-loaded milliposts into stomach tis-
suewithout causing perforation.We used a spring
as a power source because of its low space re-
quirement and ability to release energy along
one axis almost instantaneously. We loaded the
SOMAs with stainless steel springs providing
1.7 to 5 N of force [spring constant (k) = 0.1 to
0.5 N/mm] at full compression. Histology and
micro–computed tomography (micro-CT) imag-
ing from in situ and ex vivo experiments dem-
onstrated that milliposts were inserted into the
submucosa of swine stomach tissue after being
ejected from a SOMA with a 5-N spring. The in-
sulin tips reached the same depth as dye injected
by a Carr-Locke needle (Fig. 3, D to F and H). To
ensure a safety margin on the insertion force, we
ejected stainless steel milliposts using 9-N steel
springs (k = 1.13 N/mm) into ex vivo swine tissue,
and these still did not perforate the tissue (Fig. 3,
G and I).
To provide a controlled actuation event in the

gastric cavity, we required an object with suffi-
cient strength to hold the spring in compression
and with predictable brittle fracture mechanics
to enable rapid actuation on the millisecond
scale. We used sucrose and isomalt to develop a
hydration-dependent actuator with these prop-
erties. Vents placed in the SOMA allowed GI
fluid to dissolve and actuate the barrier. Through
COMSOL simulations and in vitro experiments,
we demonstrated that sucrose dissolution could
be tuned to release a compressed spring at a
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Fig. 3. Millipost fabrication and insertion-force characterization. (A) (I) Millipost stainless steel
mold. (II) API mixture screen-printed into tip section. (III) Vibrations ensure powder fills cavity.
(IV) Top section filled with biodegradable polymer. (V) Material compressed at 550 MPa.
(B) 7-mm-long insulin millipost. (C) In vivo insertion force profile of insulin milliposts propelled
at 0.2 mm/s in swine stomach (n = 2 stomachs, n = 8 insertions). Error bars indicate SD. (D) Micro-
CT imaging of SOMA delivering a barium sulfate millipost into swine stomach tissue. Bottom is larger
to ensure millipost stability during imaging. (E) Swine stomach hematoxylin and eosin–stained
histology of dye injected by Carr-Locke needle in vivo to demonstrate penetration depth, (F) insulin
millipost injected via a 5-N spring in the SOMA in situ, and (G) steel millipost inserted with a 9-N
spring ex vivo. (H and I) Immunohistochemistry histology stained against a–smooth muscle actin of
events in (F) and (G). M, mucosa; MM, muscularis mucosa; SM, submucosa; OM, outer muscularis.
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predicted time with a precision of 11.4 s throughout
a 4-min time period (fig. S8).
We administeredmilliposts loaded with 0.3mg

of human insulin to swine and measured blood
glucose and API levels. Endoscopically dosed
SOMAs localized to the stomach wall and self-
oriented before injecting milliposts into the
tissue. Histology confirmed that the SOMA de-
livered milliposts through the mucosa without
injuring the outer muscular layer of the stomach
(fig. S9). Subcutaneously dosed milliposts were
implanted via manual injection. We also per-
formed a laparotomy followed by a gastrostomy
to manually place milliposts into the gastric tis-
sue. These experiments yielded comparable phar-
macokinetics and systemic uptake.Milliposts from
these experiments released drug at a near zero-
order kinetic rate (Fig. 4, A and B). API levels in
the swine plasma ranged from 10 to 70 pM through-
out the 3.5-hour sampling period. All adminis-
trationmethods yielded a blood glucose–lowering
effect (Fig. 4, C and D). We compared these expe-
riments to swine dosed with SOMAs designed to
localize the milliposts to the stomach wall with-
out inserting them into the tissue (n = 5). These
swine experienced no insulin uptake or blood
glucose–lowering effects. Additionally,we showed
the potential for sustained-release delivery by

subcutaneously implanting milliposts loaded
with 1 mg or greater of API. These milliposts re-
leased API with a near zero-order rate for at least
30 hours (fig. S10).
A week after dosing the SOMAs, we performed

endoscopies and saw no signs of tissue damage
or abnormalities from the stomach injections.
Veterinary staff monitored the swine twice daily
and saw no signs of distress or changes in feed-
ing and stooling patterns after administration.
Additionally, to ensure safety in the case of a
millipost misfire or device retention, we dosed
six SOMA prototypes with 3-mm-long protrud-
ing 32-gauge stainless steel needles at once in
swine; in this experiment, we performed x-rays
over the course of 9 days and found no evidence
of GI obstruction, pneumoperitoneum, or other
adverse clinical effects (fig. S11). Integrity of the
SOMA after GI transit was confirmed by exami-
nation of SOMAs recovered after excretion (see
supplementarymaterials andmethods). The size
andmaterial makeup of the SOMAs are similar to
those of FDA-approved ingestible devices such as
OROS capsules, ingestible temperature sensors,
and capsule endoscopy systems, supporting likely
comparable environmental assessments (24, 30, 31).
As tested, the SOMA functioned in vivo only in

the fasted state. Animals with food and liquid in

their stomachs showed no API uptake when
tested with two different SOMAs, but three de-
vices tested in empty stomachs demonstrated
successful API delivery (table S2). To aid in pro-
tecting the SOMA from gastric content, we de-
veloped a valved membrane insert (fig. S12). As
tested in vitro, the valve prevented food particles
and viscous liquids from clogging the actuation
pathway while still allowing the millipost to pass
through.
The SOMA provides a way to deliver insulin

orally and could potentially be used to adminis-
ter other APIs. For example, milliposts fabricated
with lysozyme and glucose-6-phosphate dehy-
drogenase demonstrated full enzymatic activity
after undergoing the high-pressure manufactur-
ing process (fig. S13). Of note, the deliverable
dose is constrained by the volume, formulation,
and stability of themillipost. Increasing the depth
and width of millipost penetration will increase
drug loading but may compromise the gastric
mucosa and increase perforation risk. Further
research will be required to determine chronic
effects caused by daily gastric injections, foreign
body response, and local therapeutic agent ex-
posure. Still, the SOMA represents a platform
with the potential to deliver a broad range of
biologic drugs, including but not limited to other
protein- and nucleic acid–based therapies. The
drug delivery efficacy achieved with this tech-
nology suggests that this method could supplant
subcutaneous injections for insulin and justifies
further evaluation for other biomacromolecules.
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Fig. 4. In vivo API millipost delivery and device evaluation. (A and B) Blood plasma levels
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80% human insulin and 20% PEO 200k. (C and D) All swine administered with an insulin injection
demonstrated hypoglycemia, and many were rescued with dextrose. The SOMA datasets only
include swine with successful fasting without residual food or measurable gastric fluid.
Error bars indicate SD. N.D., no statistically significant difference.
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approach successfully provided active insulin delivery in pigs.
wall. Encapsulation of a spring in a sugar casing allowed for triggered actuation for the delivery of biomolecules. The
developed an ingestible delivery vehicle that could self-reorient from any starting position so as to attach to the gastric 

et al.medications, including insulin, cannot survive passage through the stomach or the gastrointestinal tract. Abramson 
Oral delivery is the simplest and least invasive way to deliver many pharmaceuticals, but many drugs and

Delivering fragile drugs to the gut
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