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Oral administration provides a simple and non-invasive approach for drug delivery. However, due to poor absorption and swift
enzymatic degradation in the gastrointestinal tract, a wide range of molecules must be parenterally injected to attain required
doses and pharmacokinetics. Here we present an orally dosed liquid auto-injector capable of delivering up to 4-mg doses of a
bioavailable drug with the rapid pharmacokinetics of an injection, reaching an absolute bioavailability of up to 80% and a maxi-
mum plasma drug concentration within 30 min after dosing. This approach improves dosing efficiencies and pharmacokinetics
an order of magnitude over our previously designed injector capsules and up to two orders of magnitude over clinically available
and preclinical chemical permeation enhancement technologies. We administered the capsules to swine for delivery of clinically
relevant doses of four commonly injected medications, including adalimumab, a GLP-1 analog, recombinant human insulin and
epinephrine. These multi-day dosing experiments and oral administration in awake animal models support the translational

potential of the system.

cacious modalities for the treatment of a range of diseases,

such as diabetes'” and Crohn’s disease’. Nevertheless, their
injection-based method of administration often causes healthcare
professionals to delay their initiation in favor of less effective oral
medications. Patients widely prefer pills over injections and report
considerable negative effects to their quality of life when prescribed
an injectable medication'. Thus, a method for the oral administra-
tion of a broad range of biologic drugs could revolutionize treat-
ment strategies for many diseases™™.

Recently, substantial advancements have been demonstrated in
oral biologic drug delivery>*>'°, yet these new technologies suffer
from limited drug loading, reduced systemic bioavailability and/
or delayed pharmacokinetics compared to their parenterally dosed
counterparts. These limitations prevent the use of such technolo-
gies for the oral delivery of widely used drugs, such as adalimumab
and pre-prandial insulin. For example, chemical enhancers like
salcaprozate sodium (SNAC) have been shown to facilitate trans-
port of semaglutide, a glucagon-like peptide-1 receptor agonist
(GLP-1 RA), across the gastric mucosa with an oral bioavailability

B iologic drugs are generally regarded as one of the most effi-

of approximately 1%'-". This oral formulation of semaglutide
(trade name Rybelsus) recently received approval from the U.S.
Food and Drug Administration (FDA), the European Medicines
Agency and the Pharmaceuticals and Medical Devices Agency of
Japan. Although semaglutide is a potent molecule, as reflected by
subcutaneous dosing as low as 0.5mg per week, the modest oral
bioavailability achieved by SNAC-based formulations makes such
approaches less suitable as cost-effective treatments for molecules
of lower potency, like insulin and adalimumab'*"®. Additionally, a
range of approaches for oral biologic delivery are in early develop-
ment>**1*12 with examples including capsule-based microneedle
devices®'~*, ionic liquids*** and microparticles or nanoparticles**.
Although, collectively, these technologies are promising, further
preclinical and clinical validation as well as development to accom-
modate doses on the therapeutically relevant milligram scale remain
to be demonstrated for many of these systems.

Previously, we reported on two orally dosed devices, the SOMA?!
and LUMI* capsules, capable of systemically delivering solid for-
mulations of macromolecule drugs with high bioavailabilities via
injections to the stomach and small intestine, respectively. These
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devices, although able to consistently perform as described, suffered
from key limitations: low dosing sizes on the order of 300-700 pug
per pill; delayed or zero order kinetic drug delivery rates that lim-
ited their absolute bioavailability to 10% or less during the first 3.5h
after actuation; and the requirement for gastrointestinal fluid, filled
with degradative enzymes, to interact with the drug formulation for
a short period of time before tissue wall injection. These constraints
prevented the pills from delivering drugs with large dosage require-
ments, like adalimumab, as well as drugs that require fast action,
such as mealtime insulin or epinephrine.

Here we report a new version of our SOMA device, which solves
these challenges by using redesigned actuation and delivery systems
(Fig. 1a). Our new pill can achieve multi-milligram doses of drugs
ranging in size from small molecules to monoclonal antibodies
(Fig. 1b). The pill achieves a maximum drug plasma concentration
similar in magnitude to the standard-of-care subcutaneous injec-
tion as quickly as 30 min after dosing and delivers with a calculated
absolute bioavailability of up to 80% within a timespan of hours.

Results

An orally dosed capsule for gastric injections of liquid formu-
lations. To orally deliver multi-milligram doses across a range of
drugs that, today, require injection, we developed an ingestible pill
capable of systemically delivering liquid formulations of pharma-
ceuticals via an injection into the gastric submucosa. We recognized
the potential of liquid injections to readily distribute within the
stomach’s submucosal plane, thereby accommodating larger dos-
ing volumes than solid dosage forms. Additionally, the increased
surface area of interaction between the formulation and the tis-
sue when compared to a solid-dose pellet enables accelerated drug
pharmacokinetics and pharmacodynamics. Moreover, by targeting
the stomach rather than the small intestine, the capsule circumvents
the 1-4h required for gastric emptying*** and delivers its payload
minutes after ingestion. The 4-6-mm thick stomach wall tissue,
compared to the 0.1-2-mm thick small intestine wall*, also pro-
vides a greater safety margin to mitigate the risk of a complete thick-
ness tissue perforation during injection. Furthermore, although
capsules delivering solid dosage forms'"*'~* must rely on the solid
state properties of the drug, such as its ability to be compressed, the
liquid formulations in this study are similar to pre-approved and
pre-tested parenteral formulations. Long-term stability studies for
liquid drug formulations loaded in the L-SOMA device are pre-
sented in Extended Data Fig. 1. Taking these factors into account, a
liquid injection-based drug delivery method can effectively enable
the delivery of fast-acting, large-dose pharmaceuticals.

The liquid-injecting self-orienting millimeter-scale applica-
tor (L-SOMA), a 12-mm diameter and 15-mm tall capsule, uses a
self-orienting geometry that autonomously positions the device so
that its injection mechanism always faces toward the tissue wall*"'.
A weighted bottom and a hollow shell that mirrors the geometry of
a self-righting tortoise enables the device to reorient itself on the
stomach wall in the same manner that a weeble-wobble toy rights
itself after being disturbed. The design ensures that the capsule
delivers the dose into the tissue rather than the gastric cavity, gen-
erating a submucosal depot and circumventing enzymatic degrada-
tion that occurs in the lumen".

To deliver the drug, the L-SOMA uses a staged and sequence
controlled multi-spring actuation system that injects a hypoder-
mic needle beneath the gastric mucosa and, thereupon, delivers
80pl of liquid drug formulation into the submucosal space. The
L-SOMASs actuation mechanism is located on the shell of the device,
eliminating the need for gastric fluid to enter the pill and be in
contact with the loaded drug before injection. A dissolving pellet,
accessed through a hole on the top of the pill, holds an injection
molded needle hub in place using a latching mechanism (Fig. 1c
and Extended Data Fig. 2). Over time, this pellet dissolves, releasing

the latches as they move inward into the void where the pellet
previously sat. Because the actuation mechanism places the stress
from the compressed springs on the plastic top rather than the dis-
solving hub, we can load springs with a higher relative compres-
sion force. This increased power enables a distance-limited, rather
than force-limited, penetration event, allowing the device to more
accurately target a given tissue layer. Once actuated, the L-SOMA
first inserts a needle into the tissue to a defined distance using an
excess of force. Then, it uses a second spring to push down on a
plunger that drives the liquid drug formulation through the needle
and into the gastric submucosa (Fig. 1d-g). Two membranes seal off
the dose storage area and prevent leakage as the plunger pushes the
liquid through a side hole in the needle and out via the needle’s tip
(Extended Data Fig. 2). By decoupling the needle insertion from the
liquid injection, the device achieves delivery of its entire dose deep
within the tissue instead of releasing the dose as the needle moves
through the tissue (Fig. 1f—u). Therefore, this staged injection sys-
tem prevents any of the dose from expelling into the gastric fluid
where it could be degraded.

We studied the optimal needle penetration depth required to
target the stomach submucosa for delivery by characterizing injec-
tions of contrast dye to pre-defined depths in ex vivo swine stomach
tissue (Fig. 1h-p and Extended Data Fig. 3). Using MicroCT imag-
ing, we calculated the percent of liquid remaining in the tissue after
dosing to a given depth (Fig. 1q). We observed that, for 3-mm and
4-mm needle injection depths, the dose sometimes delivered into
the mucosa rather than the submucosa. Because the mucosa cannot
accept as much liquid as the submucosa, a large proportion of the
dye leaks out of the tissue during these misfires. By extending the
needle insertion depth to 4.5 mm or greater, the device consistently
delivered the entire liquid dose into the tissue and experienced no
leakage. At deeper injection depths, injections into the outer mus-
cle layer of the stomach tissue occurred at a rate of 2/12, 4/12 and
1/4 for insertion depths of 4.5mm, 5mm and 6 mm, respectively.
However, complete dose delivery into the tissue was confirmed in
these cases, providing confidence that a muscular injection would
not affect the delivered drug dose.

In addition to studying penetration depth, we also examined the
effects of the needle grind on the force required for fluid injection.
We noted that lower angle grinds facilitated fluid delivery com-
pared to flatter tips (Extended Data Fig. 3). Guided by these data,
we designed an L-SOMA device that inserted a 10° grind needle to
a depth of 4.5 mm, thereby reducing the perforation risk compared
to deeper injection depths while ensuring maximal delivery into
the tissue. Ex vivo experiments (Fig. 1m-p) with L-SOMA devices
revealed that needles of these dimensions reliably targeted the sub-
mucosa and delivered their entire payload into the tissue. Histology
from ex vivo experiments on swine and dog stomachs, as well as
histology taken from swine dosed in vivo using the L-SOMA, con-
firmed that the device delivered its entire payload and that the
needle did not perforate the tissue (Fig. 2a-e,g-k and Extended
Data Fig. 4).

A retractable needle system for gastric injections. To mitigate the
potential risk of an exposed needle in the gastrointestinal tract dur-
ing device passage, we designed an L-SOMA capable of retracting
the needle into the device after injection (Extended Data Fig. 5). We
designed an L-SOMA device with a third spring and a second dissolv-
ing pellet that subsequently actuated after drug injection. As measured
through in vitro experiments on a texture analyzer, needle retraction
required less than 1 mN of force to overcome the friction from the
tissue and an additional 1N of force to overcome the friction at the
septum-needle interface. MicroCT images captured the needle retrac-
tion event during ex vivo tests on swine stomach tissue (Fig. 1r-u and
Supplementary Video 1), and we confirmed needle retraction during
in vivo swine experiments via visualization through endoscopy and
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Fig. 1| An oral pill for liquid drug injections into the gastric submucosa. a, Device timeline. b, Molecular weight of drugs delivered using L-SOMA.
CAD design (¢), MicroCT scan (d) and photo of non-retracting device before actuation (e). In vivo actuation of L-SOMA (f) and close-up of needle
injection site (g). h-1, Representative images of contrast dye that remained in ex vivo swine stomach tissue after 170-pl injection. Top (m) and side
(n) view of an 80-pl depot of contrast dye injected by an L-SOMA capsule with a needle insertion length of 4.5 mm. Microtome image of fixed swine
stomach tissue before (0) and after (p) an injection with the L-SOMA. q, Percent of contrast dye that remained in tissue after injection. The value
was calculated using 3D reconstructions of MicroCT images (mean + s.d.; ordinary one-way ANOVA with Tukey's multiple comparisons test).

r-u, MicroCT images of an L-SOMA actuating into ex vivo swine stomach tissue (s), injecting contrast dye (t) and retracting its needle (u). Images
are clipped from Supplementary Video 1. b, ¢, h-l, o-p: scale bar, 1mm; d, f, g, m, n, r-u: scale bar, 5mm. n= X technical replicates (3mm: n=6; 4 mm:

n=12; 45mm:n=12; 5mm: n=12; 6 mm: n=4; L-SOMA: n=8).

fluoroscopy (Supplementary Video 2). Although sharp objects smaller
than 1cm, including needles, have previously been shown to have the
capacity to transit safely through the gastrointestinal tract™*, and
experiments that we and others performed using devices with exposed
sharp objects provided evidence that devices could safely pass through
the gastrointestinal tract with an exposed needle*"*>**, the needle
retraction system provides an additional safety measure to reduce the
risk of intestinal injury during device passage.
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Delivering clinically relevant doses of adalimumab, insulin, GLP-1
and epinephrine in large animals. We performed in vivo swine
experiments in which we dosed L-SOMA devices loaded with 4 TU
(0.14mg) of recombinant human insulin, 4mg of an inactivated
semaglutide-like GLP-1 analog, 4mg of the monoclonal antibody
adalimumab or 0.24mg of the small molecule epinephrine (Fig. 3).
An inactivated semaglutide-like molecule was used to prevent
adverse reactions due to potentially high exposure. L-SOMA dosings
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Fig. 2 | Histology after L-SOMA capsule administration. a-c, Histology of ex vivo swine stomach after an L-SOMA insulin injection using an H&E stain
(@), an immunohistochemistry stain against alpha smooth muscle actin (b) or an immunohistochemistry stain against insulin (c). d, e, Histology of

in vivo swine stomach immediately after L-SOMA administration of green dye using H&E stain (d) or an immunohistochemistry stain against alpha
smooth muscle actin (e). f, Histology sample from an injection site of a swine dosed with multiple L-SOMA injections over 3 d. Image shows a minimal
acute superficial hemorrhage with intact epithelial lining. This area was likely the location of the injection that occurred 6 h before euthanasia. No other
macroscopic abnormalities were found in the stomach from devices fired more than 1d before euthanasia. g-1, Zoomed histology images respectively
corresponding to the boxed section of the images (a-e). Musc, outer muscle layer; SM, submucosa. (a-f: scale bar, Tmm; g-I: scale bar, 250 pm). Example

images are from one of three animal replicates.

were compared to subcutaneous or intramuscular dosings as
positive controls.

Using an endoscope, we placed L-SOMA devices into swine
stomachs and allowed them to independently actuate. Actuation
occurred within 4:05+1:17min (mean=+s.d., n=38). After either
15min or 2h, the devices were removed from the animal, and the
animals’ anesthesia was reversed. Uptake profiles for swine anaes-
thetized for only 15 min demonstrated faster pharmacokinetics and
higher C,,, values than the uptake profiles for swine anaesthetized
for 2 h. In either case, within 15 min after L-SOMA administration
of insulin, inactivated GLP-1 or epinephrine, plasma exposure of
drug was observed. Adalimumab was observed in the serum within
1 h after L-SOMA administration. Insulin-dosed swine experienced
immediate hypoglycemic onset (Fig. 3b,f), and epinephrine-dosed
swine experienced a rapid rise in heart rate (Fig. 3k,n) and blood
glucose (Extended Data Fig. 6) in both the injection and L-SOMA
experimental groups. We analyzed hematoxylin and eosin
(H&E)-stained histology from the epinephrine-dosed swine to
assess the effects of the drug on the tissue (Extended Data Fig. 7).
Swine dosed with adalimumab or inactivated GLP-1 using either
L-SOMA capsules or subcutaneous injections displayed measur-
able plasma drug levels for at least 3 d after dosing, consistent
with the drugs’ half-lives. Moreover, we dosed three swine with
insulin-loaded L-SOMA devices on three subsequent days, and all
swine showed repeated and consistent systemic uptake and subse-
quent plasma glucose drops over the dosing period (Fig. 30,p).

In total, 28 of the 31 L-SOMA-dosed swine demonstrated sys-
temic uptake, leading to a positive dosing rate of over 90%. Devices
that did not deliver drug either experienced an actuator malfunc-
tion, or the drug was not taken up into the animal’s bloodstream.

The exposure profiles in Fig. 3 show completely similar expo-
sures between L-SOMA dosing and subcutaneous or intramuscular
dosing for compounds ranging from small molecules to monoclo-
nal antibodies. Bioavailabilities derived from L-SOMA and sub-
cutaneous dosing of insulin and GLP-1 analog were calculated.
L-SOMA-dosed insulin demonstrated a 51% +16% (s.d.) bioavail-
ability over a 2-h sampling period (range=30-81%, n=7). This
compared to a 57% +8% (s.d.) bioavailability for the swine dosed
with insulin subcutaneously (range=51-66%, n=3). The bioavail-
ability of L-SOMA-dosed GLP-1 analog over a 3-d sampling period
was 103% +42% (s.d.) (range =55-135%, n=3), when excluding an

L-SOMA which showed 0% uptake after actuation in the stomach,
and 78%+62% when including this extra data point. This com-
pared to a 78% +4% (s.d.) bioavailability for subcutaneously dosed
GLP-1 analog (range=75.6-82.5%, n=3). Absolute bioavailability
was calculated based on intravenous profiles obtained in a sepa-
rate group of animals with similar age; however, differences might
be observed in disposition kinetics, and additionally—the long
half-life (t,,,) of GLP-1 necessitates a high degree of extrapolation.
Both methodological details could explain the high bioavailability
(>100%) observed for GLP-1. Collectively, we observed exposure
levels on par with subcutaneous or intramuscular dosing for all
tested compounds.

We compared the drug uptake profiles from L-SOMA injection
with uptake profiles from swine dosed with these drugs without
an intragastric injection. For both epinephrine and adalimumab,
endoscopic gavage experiments with an equivalent drug load to
the L-SOMA were performed on swine as negative controls, and
negligible uptake was observed (Extended Data Fig. 8). Previously
published results on insulin® and GLP-1 (ref. '') demonstrate
their severely limited ability to traverse the stomach lining for sys-
temic uptake when administered without a permeation enhancer
or physical permeation enhancing device, and a bioavailability of
approximately 1% is observed when using a permeation enhancer''.
Compared to these control studies, the L-SOMA is capable of deliv-
ering larger systemic doses of drugs.

Assessing the safety and feasibility of multi-day dosing. After dos-
ing, we either monitored the animals for 1 week or euthanized the
animals and performed histological studies. All animals maintained
their normal behavior and eating patterns after dosing. Endoscopic
observation immediately after delivery revealed that some ani-
mals showed minor bleeding after L-SOMA administration, but
this bleeding stopped within minutes. No blood in the stool was
observed. No abnormalities were seen in H&E-stained histol-
ogy samples taken from the injection site within 2 h after dosing
(Fig. 2d,e,j,k and Extended Data Fig. 7). In the three swine that were
dosed on multiple occasions over 3 d, we collected tissue samples
from the cardia, the fundus and the pyloric region after euthanasia
through standard histological procedures. We noted no abnormali-
ties from dosing (Extended Data Fig. 9a—c). In addition to standard
histopathological sampling, we inspected the serosal and mucosal
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Fig. 3 | Single- and multi-day oral delivery of monoclonal antibodies, peptides and small molecule drugs in swine. Blood plasma human insulin (a) and
glucose (b) levels after dosing an L-SOMA capsule containing 4 1U (0.14 mg) of recombinant human insulin (n=7; black line indicates mean). The negative
control for plasma glucose is the L-SOMA delivery of 4 mg of inactivated GLP-1analog (n=4 animal replicates). ¢, d, Blood plasma levels of inactivated
GLP-1analog after dosing an L-SOMA containing 4 mg of inactivated GLP-1analog (n=9). Swine receiving anesthesia only during L-SOMA administration
(0.25h) and swine receiving anesthesia for 2 h after administration are noted on the graphs. Blood plasma human insulin (e) and glucose (f) levels after
subcutaneously dosing 4 IU of recombinant human insulin (n=3). g, h, Blood plasma levels of inactivated GLP-1 analog after subcutaneously dosing

4 mg of inactivated GLP-1analog (n=3). i, Blood serum levels of adalimumab after dosing an L-SOMA capsule containing 4 mg of adalimumab (n=3).
Blood plasma levels of epinephrine (j) and associated heart rate change (k) after dosing an L-SOMA capsule containing 0.24 mg of epinephrine (n=3;
black line indicates mean). The negative control for heart rate change is an endoscopic gavage dosing containing 0.24 mg of epinephrine (n=23). 1, Blood
serum adalimumab levels after subcutaneous dosing of 4 mg of adalimumab (n=3). Blood plasma epinephrine levels (m) and associated heart rate
change (n) after intramuscular dosing of 0.24 mg of epinephrine (n=3; black line indicates mean). For the heart rate change data, time O corresponds to
the time of device actuation or injection. For all other data, time O corresponds to the time of device administration. Sequential multi-day administration
of recombinant human insulin to three swine using the L-SOMA demonstrates consistent systemic drug exposures (o) and plasma glucose-lowering
responses (p). On day 1, a device did not actuate in swine 3, and, on day 2, a device actuated in swine 1 but did not systemically deliver drug. Solid black
lines represent the average for a given administration group. All other lines represent the dosing of a different animal or the same animal dosed at least 3

weeks apart. BPM, beats per minute.

surfaces of the swine dosed multiple times and noted a single muco-
sal abnormality on two of the three swine. The focal lesion from the
fundic region observed in the first swine showed a minimal acute
superficial hemorrhage with intact epithelial lining (Fig. 2f1). The
focal lesion observed in the second swine showed acute minimal
erosion with sloughing of epithelial cells and peripheral acute hem-
orrhage (Extended Data Fig. 9d,e). The first lesion is most likely
related to the L-SOMA needle injection that occurred a day before
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euthanasia and tissue sampling, whereas the second lesion observed
is most likely a mechanical trauma caused by the endoscope when
dosing the animal and, as such, is not a direct effect of the intended
L-SOMA dosing. Because we did not find macroscopic abnormali-
ties on every swine, and we did not find any abnormalities from
devices dosed more than 1 d before euthanasia, these findings sug-
gest that some L-SOMA devices might generate minimal tissue
damage that heals rapidly.
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Although the above experiments used an endoscope to assist
in device delivery, we also performed experiments where we natu-
rally orally dosed devices to awake dogs (1n=8). These oral dosing
experiments used a different version of the SOMA concept than the
L-SOMA and did not contain a drug formulation, but the size and
density distribution is similar between the two pills. All animals
effortlessly ingested the capsule. Through radiograph monitoring
(Extended Data Fig. 10), we observed that the capsule reached the
stomach, activated and subsequently passed completely through the
gastrointestinal tract as expected.

Discussion

In this paper, we demonstrated the L-SOMA pill’s ability to dose
four different pharmaceuticals with a broad range of molecular
weights, half-lives, pharmacodynamic effects and dose require-
ments. The L-SOMA capsule facilitates a rapid pharmacokinetic
uptake within minutes after administration and possesses a loading
capacity of up to 4mg of bioavailable drug, enabling the compat-
ibility of this capsule with a new set of medications that could not
previously be orally delivered.

Further device optimization, including a reduction in capsule
size and an increase in drug loading, could facilitate device ingestion
and drug delivery as well as further mitigate risk of gastrointestinal
obstruction. Current FDA-approved, daily-dosed, non-degradable
drug delivery pills, such as the 9-mm diameter OROS capsule, pro-
vide important guidance for device size, as they generate obstruc-
tions at a rate of just 1 in 29 million®. Moreover, dosing drugs in the
L-SOMA with wide therapeutic windows could mitigate the larger
error associated with drug bioavailability in the pills compared to
subcutaneous dosing.

Additional clinical experiments must be performed to assess how
patients react to the pill. These experiments should include patients
varying in age, weight, height, diet and disease status to understand
the effects of anatomic and pathophysiologic variables on device
actuation. Although our initial multi-day dosing studies did not dem-
onstrate any evidence of the development of major stomach tissue
abnormalities from L-SOMA injection, successful human translation
will require longer repeated dosing regimens in preclinical and clini-
cal models followed by characterization of injection sites. Additionally,
it will require dosing in humans to monitor for any adverse events,
including pain and tissue damage, in particular damage compromis-
ing the wall of the viscera. As a comparison, 25G Carr-Locke needle
injections performed during endoscopy use a needle with a diame-
ter twice as large as the L-SOMA needle and deliver more than 12X
the liquid dose of the L-SOMA, and the traumas generated by these
injections heal rapidly and rarely generate complications”. Moreover,
retrospective medical studies and experimental studies in large ani-
mal models on ingested sharp objects demonstrate the low risk of
complications associated with sharp objects smaller than 1cm in len
gth?>*->%_ Nevertheless, further studies in humans are necessary to
inform the safety and efficacy of the L-SOMA.

Here we show that the L-SOMA can carry and deliver a broad
range of drugs across a range of molecular weights via an oral cap-
sule. In doing so, it can provide a less intrusive route of administra-
tion for drugs that are otherwise limited to injectables.
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Methods

Acquisition of ex vivo stomach tissue. All studies involving animals were
approved by and performed in accordance with the Committee on Animal Care
at MIT and the Novo Nordisk Environment and Bioethics Committee. Swine
stomach tissue was acquired from Landrace, Yorkshire or Duroc (LYD) pigs
housed at Novo Nordisk facilities in Ganlgse, Denmark. The swine were sacrificed
2-4h before the experiments, and the stomachs were stored in a PBS solution until
running the tests. The test samples were cut from the anterior wall and the greater
curvature into approximately 5 cm X 5cm pieces. The tissue sample was placed

in a small standard hard acrylic dish. Ex vivo Yorkshire swine tissue procured for
research performed at MIT was obtained from the Blood Farm and transported to
the lab on ice. The tissue was used within 24 h after euthanizing the animal.

Histology. Swine stomach tissue was fixed in 10% buffered formalin for a
minimum of 24 h, processed in a tissue processor (ASP300S, Leica), embedded in
paraffin and cut at 3-um thickness. Paraffin sections were stained histochemically
with H&E and immunohistochemically using antibodies raised against

alpha smooth muscle actin (Rb-anti-SMA, no. ab5694, Abcam) and insulin
(Mo-anti-insulin, no. HUI-018, in-house).

L-SOMA manufacturing. Device tops were fabricated using a ProJet 6000HD SLA
printer (3D Systems) and VisiJet SL Flex ink (3D Systems). Device bottoms were
fabricated with 304 stainless steel on a CTX 310 ecoline lathe (DMG Mori). Needle
hubs were made from polyoxymethylene; plungers were made from polyphenylene
ether; and thermoplastic elastomers (Kraiburg) were injection-molded by Insign.
A spring with a 4.7-N maximum loading force used to insert the needle and

a spring with an 8.6-N maximum loading force used to inject the liquid dose

were custom made for the L-SOMA by Madsen Fjederfabrik. The 4.7-N spring
was 3.75mm in height in its compressed state, had a spring constant of 0.65N
mm~' and was 4.5mm in diameter. The 8.6-N spring was 3.90 mm in height

in its compressed state, had a spring constant of 0.53 N mm~" and was 8.7 mm

in diameter. The springs were made from 18-8 stainless steel. The silicone
encapsulation used to hold the dose was molded using a 3D-printed SLS mold
from Elastosil 4542B (Wacker Chemie). A 32G Novo fine needle cut to protrude
4.5mm out of the device was also used. A single side hole in the needle was milled
out to allow for the liquid pharmaceutical formulation to flow out of the device.
The pellet actuators were made from isomalt (Biosynth), and they were prepared
in dimensions ranging from 0.8 mm to 1.2 mm in diameter via compression. All
device pieces were placed inside of the top and bottom encapsulation parts and
pressed together to form the L-SOMA device. Once pressed together, the top
encapsulation piece was secured in place via an internal locking mechanism. The
entire device measured 12 mm in diameter and 15 mm in height. The top of the
retractable L-SOMA was 3D printed on a 3D Systems Figure 4 Modular Base Unit
using Pro Black 10 ink, and it was cured in an LC-3DPrintBox for 90 min. The
retractable version of the L-SOMA used in this study possesses an extra spring and
an extra dissolving plug. To incorporate these pieces in a proof-of-concept device,
we used a device that was 67% larger in diameter.

An important consideration for the L-SOMA design is the ability to scale up
the manufacturing process to accommodate the fabrication of millions of devices.
The device top, the needle hub, the plunger and the silicone encapsulation can all
be injection molded, a process allowing for mass production. The bottom of the
device is currently fabricated using a lathe in a process that can also be scaled up.
The springs, although requiring custom specifications, can be fabricated en masse
during scale-up. The needle production can also be scaled up; creating the side
hole in the needle will require an extra fabrication step compared to traditional
needle manufacturing, but this process is already performed at high volumes to
produce Whitacre needles. Assembly of the system can be broken up into three
steps: device top assembly, device drug loading and the assembly of the top and
bottom pieces. Currently, the drug is loaded manually, generating error in drug
loading, but this process could be automated in the future. Because the L-SOMA
contains more parts than the SOMA system, it might be more expensive to
produce and more complicated to assemble. Nevertheless, the designs and
components of the L-SOMA do allow for mass manufacturing using traditional
manufacturing techniques.

Self-orientation and device actuation. L-SOMA devices were tested for
self-orientation on ex vivo swine tissue by randomly dropping the device onto a
piece of swine tissue measuring at least 5cmxX 5cm from a height of at least 5cm.
The device was considered oriented if the hole used for the needle to pass through
was in contact with the tissue.

The shape and density distribution of the device draws inspiration from the
leopard tortoise, an animal with the ability to self-orient from any configuration.
The device’s high curvature upper portion coupled with its low center of mass
ensures that it possesses only one stable orientation, defined as an angle in which
the device’s center of mass is at a local minimum. Additionally, the flat bottom
of the L-SOMA stabilizes its preferred configuration and ensures that it does not
tip over and misfire into the lumen if a patient moves about during actuation.
We previously demonstrated the robust self-righting nature of the shape when
validating its ability to deliver solid dosage forms®'; after changing the device to

allow for liquid dosing, we retested the L-SOMA for self-orientation 300 times on
ex vivo stomach tissue. The L-SOMA device oriented to its preferred configuration
during every experiment in less than 1s.

As soon as the L-SOMA is ingested, a hydration-based actuator plug made
from isomalt begins to dissolve. The plug holds a hub connected to the injection
needle in place. Once dissolved, the plug releases the hub, and a compressed spring
expands to deliver the needle into the tissue. After a set distance, the hub is stopped
by a tab on the encapsulation of the device. This ensures that the needle inserts a
set distance into the tissue.

Ex vivo penetration depth studies. Needles were inserted into the swine stomach
sample with the help of a custom fixture 3D-printed from PA 2105 Nylon on an
Formiga P110 SLS printer (EOS) (Extended Data Fig. 3). This fixture was able

to fixate a standard 3-ml glass cartridge with a mounted 6-mm Novo Fine 32G
needle (Novo Nordisk). The inner nominal diameter of the cartridge was 9.25 mm.
A piston rod was mounted on a LR5K Plus tensile tester (Lloyd Instruments),

and NEXYGENPIus v3.0 software (Lloyd Instruments) was used to program

the injection process. The piston rod pushed down on the bromomethyl rubber
plunger when actuated, thereby ejecting liquid. To ensure the correct penetration
depth of the needle into the tissue, the fixture had pin holes at 1-mm height steps.
Inserting a pin kept the cartridge and needle in place while loading a spring.

After loading the fixture spring, the needle tip was placed at the tissue surface.
Releasing the pin caused the needle to be inserted rapidly with the pre-set
penetration depth, minimizing any operator-specific dependencies. Needles were
inserted 3.0 mm, 4.0 mm, 4.5mm, 5.0 mm and 6 mm into the tissue depending on
the experiment. The ex vivo swine stomachs measured 7.0 + 1.3-mm thick at the
sites of injection.

Seven needles with different designs or properties were included in the study.
Four of the needles were marketed needles with no modifications: NovoFine
32G (NF-32), NovoFine 28G (NF-28) and NovoFine 27G (NF-27-B), where we
used the single-grind back end of the needle, and a Pencil Shape G29 needle with
sidehole from Acti-Med (PS-29). NF-32 and NF-28 needles possessed backgrinds
of 12.5+2° NF-27-B needles possessed a backgrind of 28 +4°. Two needles were
marketed needles with custom grinds: NovoFine 30G (NF-30-B20) and NovoFine
30G (NF-30-B40). These had grinds of 20 +4° and 40 +4°, respectively. This
means the angle tips of the needles were 70° and 50°, respectively. All Novo Fine
needles were obtained from Novo Nordisk A/S. The NF-32 was used for the
L-SOMA devices.

For the liquid, we used insulin test media (Novo Nordisk) mixed with Iomeron
350 mg ml™! contrast agent (Bracco) for CT scanning. The injected volume was
170 pl, and the piston speed was set to 0.25mm s~'. The injection flow rate was
21l s, During the injection, the force needed to inject the depot was measured.
After each injection into the tissue, an air shot was performed, where the needle
ejected liquid out into free air to check for possible clogging. Of the 90 air shots in
total, none showed any sign of clogging.

After the depot injection, the tissue samples were scanned in a Nanotom S
MicroCT scanner (Phoenix/GE). We used the accompanying Datoslx 2 acquisition
and Datosx rec software to record and reconstruct the tomographies. The scans
were performed as fast scans with settings of 100kV, 100 pA and a voxel size of
21.7 pm. VGstudioMax3 (Volume Graphics) was used to visualize and analyze the
resulting depots. To determine the percent of contrast agent that remained in the
tissue after injection, a custom region was made around the tissue, and the volume
of the contrast agent inside this control volume was calculated. This was then
divided by the total amount of contrast fluid in the entire image.

Force measurements for ex vivo injections. During ex vivo injection experiments,
we measured the forces required to deliver a given dose of liquid into the tissue
(Extended Data Fig. 3). We found that delivering an 80-pl liquid dose through
aneedle inserted 4 mm into the tissue required 12.1 +6.0 N of force, statistically
significantly more force than the 5.7 +2.7 N of force required to dose the same
amount of liquid through a needle inserted 4.5 mm into the tissue (P=0.009).
Although we found that 7.6 +3.1N force was required to inject an 80-pl liquid
dose through a needle inserted 5mm into the tissue, this was not statistically
significantly more than the injection force found for a 4.5-mm needle insertion
depth (P=0.12). Additionally, the 8.0 +4.1N force required when dosing into
the muscularis layer of tissue at a needle insertion depth of 5mm (n=6) was not
statistically significantly different from the injection forces required for liquid
dosing at this depth overall (P=0.8). This suggests that penetration into the
muscular layer would not affect the force required to inject a liquid dose and,
therefore, would not limit the delivered dose volume.

Because we found in these experiments that the injection force required was
sensitive to the insertion depth, we tested needles with high angle backgrinds.
These needles possessed an outlet hole that was smaller in the direction of needle
insertion and, therefore, targeted an insertion depth more specifically. We found
that these needles were unable to insert any significant amount of liquid into the
tissue even at forces of greater than 50 N (Extended Data Fig. 3). Although the
plunger was displaced by the tensile strength tester used to measure the force,
we saw no contrast dye in the tissue after trying to deliver the dose. These forces,
instead, were due to the compression of the rubber stoppers and other materials
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used in the dosing mechanism. From these experiments, we chose to use a needle
with a low angle backgrind in the L-SOMA.

In vivo pharmacokinetics studies. All studies involving animals were approved by
and performed in accordance with the Committee on Animal Care at MIT or the
Novo Nordisk Ethical Review Council.

To permit delivery of a clinically relevant drug load in an 80-pl volume, we
developed an up-concentrated formulation of unmodified recombinant human
insulin at 12.5mg ml™ and an up-concentrated formulation of the semaglutide-like
inactivated GLP-1 analog at 50 mg ml~'. We also increased the concentration of
epinephrine in our L-SOMA from a typical formulation of 1:1,000 to 1:333. We
used a commercially available formulation of 50 mg ml™' of adalimumab.

The L-SOMA devices used in these pharmacokinetics studies included the
needle insertion and drug delivery actuation systems but did not include the needle
retraction system.

Epinephrine and adalimumab pharmacokinetic studies were performed at MIT.
We administered the API formulation to female Yorkshire swine (Tufts). The swine
dosed during the adalimumab studies had a mass between 30kg and 60kg, and the
swine dosed during the epinephrine study had a mass between 70 kg and 80kg. For
these studies, we placed the swine on a liquid diet 24 h before the procedure and
fasted the swine overnight. We anesthetized them with intramuscular injections
of Telazol (tiletamine/zolazepam) (5 mg kg™), xylazine (2 mg kg™') and atropine
(0.05mg kg™') and intubated and maintained them on 2-3% isoflurane in oxygen.
Epinephrine dosing was performed in one of the three following ways: (1) The
animal was dosed intramuscularly with 240 pl of 1:1,000 dilution epinephrine
(McKesson); (2) a total of 240 pl of 1:1,000 dilution epinephrine (McKesson) was
delivered into the stomach via a gastric endoscope, and the gastric endoscope was
flushed with up to 60 ml of water to ensure that all of the epinephrine passed into
the stomach; and (3) an orogastric tube or overtube was placed in the esophagus
with guidance of a gastric endoscope, and an L-SOMA device was passed through
the overtube into the insufflated stomach with the aid of a gastric endoscope.

The L-SOMA device then oriented, actuated and delivered an 80-pl dose of 1:333
epinephrine produced by diluting 15 mg of epinephrine powder (Sigma-Aldrich)
along with 35 mg of sodium chloride and 5 mg of sodium metabisulfite in 5ml
of water adjusted to a pH between 2 and 5 using hydrochloric acid. During the
epinephrine experiments, the heart rate was monitored continuously beginning
10 min before administration of the drug. The blood glucose was also measured
every 2.5-10 min beginning 10 min before the epinephrine dose and continuing
until 2h after the dose was administered. Blood samples were tested for glucose
levels using a OneTouch Ultra glucose monitor by LifeScan Inc. The t=0 time
point for the L-SOMA devices for the blood glucose and heart rate measurements
was considered to be the time of device actuation, whereas the =0 time point
for the blood plasma concentrations was considered to be the time of device
administration. Blood samples were collected in ethylenediaminetetraacetic

K3 tubes (Sarstedt) and spun down at 2,000 r.c.f. for 10 min. Blood plasma was
collected and stored for up to 2 months in a —80 °C freezer. The blood plasma
was then tested for the presence of epinephrine using an epinephrine ELISA kit
KA1882 from Abnova. The baseline epinephrine concentration at time =0 min
was subtracted from all of the sample points. If an epinephrine concentration
was read out on the ELISA that was below the =0 concentration, then the
concentration was considered 0 ng ml™".

Adalimumab dosing was performed using the same three methods as
described above, except, during these experiments, 80 pl of Humira (Abbvie)
was delivered. Additionally, adalimumab was dosed subcutaneously rather than
intramuscularly as a control. The prescription version of Humira used in these
experiments possessed an adalimumab concentration of 50 mg ml~'. Blood samples
were collected in serum separator tubes (Becton Dickinson) for 10 d after the
administration of the drug. The samples were spun down at 2,000 r.c.f. for 15min,
and the serum was collected and stored for up to 2 months in a —80°C freezer. The
blood serum was then tested for the presence of adalimumab using an adalimumab
ELISA kit ab237641 from Abcam.

Insulin and the GLP-1 analog pharmacokinetic studies were performed at Novo
Nordisk. We chose to deliver an inactivated semaglutide-like GLP-1 analog rather
than semaglutide itself to prevent gastrointestinal side effects in the swine model
due to the large dose size and high bioavailability provided as a single dose by
the L-SOMA system. The analog used possessed similar molecular weight (4 kD)
and similar pharmacokinetics to semaglutide. Swine used in the study were fasted
overnight. Straw was left in the swine’s cage during this time, and this hay was
often found in the swine’s stomach during the L-SOMA experiments the next day.
The thickness of the layer of the gastric fluid and food particles could reach up to
the height of the L-SOMA capsule at some points. No animals were excluded from
the study, even if there was food left in the stomach. To assess the pharmacokinetic
uptake of liquid formulations delivered by the L-SOMA capsule, we administered
the drug formulations to LYD cross-breed pigs (bodyweight 50-100kg) (Novo
Nordisk). The swine model possesses anatomical similarities in its gastrointestinal
tract to humans, and this model is widely used in gastrointestinal tract device
evaluation. Importantly, the swine model is known for its slow gastric emptying
times of more than 24 h, and the ability for the L-SOMA to pass through and
be excreted by the swine demonstrates that the devices can pass through the
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gastrointestinal tract even when experiencing slow transit times. No adverse
effects were observed during the experiments. For subcutaneous dosing studies,
we applied a brief anesthesia using propofol (102 mg kg™' BW intravenously)
(Rapinovet vet 10 mg ml™, Schering-Plough Animal Health). For intragastric
studies, we used either propofol as above combined with inhalation isoflourane
or a combined injection anesthesia, where the swine were anesthetized with

0.06 mg kg~! BW of 125 mg tiletamine (0.75mg kg™') and 125 mg zolazepam
(0.75mg kg™) (Zoletil 50, ChemVet) plus 125 mg of xylazine (0.75mg kg™*)
(Narcoxyl vet 20 mg ml™, Intervet) plus 125 mg of ketamine (0.75 mg kg™")
(Ketaminol vet 100 mg ml~, Intervet) plus 125 mg of butorphanol (0.15 of

mg kg™') (Torbugesic 10 mg ml~', Scanvet). Some swine were woken up from
anaesthesia immediately after dosing the L-SOMA, whereas some swine were
left under anaesthesia for 2 h after administration. Animals were supplemented
with 1/3 of initial anaesthesia dose every 30 min. L-SOMA devices were dosed
via an endoscope and dropped into the stomach. The devices were then allowed
to independently actuate. After 2h, the devices were removed from the stomach
via an endoscope. Of note, one device loaded with insulin actuated before
reaching the stomach because the endoscope operator was not able to easily
navigate the esophagus of the swine, and this sample was removed from the
dataset. Blood samples were obtained via a central venous line at designated
time points, including, but not limited to, every 15 min for the first 2 h and every
30 min for hours 2-4. Additionally, blood samples were taken for up to 3 d after
administration. Blood samples were immediately tested for glucose levels using a
OneTouch Ultra glucose monitor by LifeScan Inc. Also, blood samples containing
insulin and the GLP-1 analog were collected in ethylenediaminetetraacetic K3
tubes (Sarstedt). These blood samples were analyzed via an AlphaLISA developed
by Novo Nordisk. These AlphaLISA assays are specific to the given molecule and
do not cross-react with other endogenous molecules.

One animal dosed with human insulin showed a plasma insulin level of
41.6pM at t=0. This might have been due to a sample contamination during the
assay readout. This animal’s plasma glucose rose to a peak of 136 pM at 45 min and
maintained a sustained plasma insulin level higher than the ¢ = 0 value throughout
the whole sampling period, suggesting that insulin was delivered in this swine
using the L-SOMA. However, because of the potential contamination, we removed
the data from the dataset in Fig. 3 and from the bioavailability calculation.

Although the swine dosed were partially fasted, some swine contained a
layer of gastric fluid and food particulate in their stomachs measuring several
millimeters. In these swine, the L-SOMAs were able to displace the food layer,
insert their needles into the tissue and still deliver the drug load. Of note, one
device loaded with GLP-1 analog and one device loaded with insulin actuated
in the stomach, but the swine showed no systemic uptake. This was likely due
to the drug formulation not reaching the gastric submucosa or leaking out into
the lumen. Additionally, one insulin-loaded device did not actuate at all, likely
stemming from an error during manual assembly.

In vivo oral dosage studies. We orally dosed unsedated swine and beagle dogs
with a single SOMA or L-SOMA device each, and the animals swallowed the
devices naturally. Each device was placed at the back of the mouth, and 10 ml
of water was provided to facilitate swallowing the device. We used radiograph
imaging to track the device as it passed through the gastrointestinal tract.

Stability studies. Liquid formulations of 12.5mg ml™" of insulin and 50 mg ml~! of
semaglutide were placed into either an L-SOMA device or a glass vial. These filled
devices and cartridges were then placed in a climate chamber maintained at 40 °C
and 75% relative humidity for 2 weeks. The L-SOMA devices in which the insulin
was tested were not washed before loading the drug into the capsule, whereas

the devices loaded with semaglutide were washed before loading the drug. The
washing step might have an effect on the stability of the drug in the device. Once
retrieved, the formulations were examined for high-molecular-weight protein
content and purity loss via high-performance liquid chromatography.

We observed that the purity loss and high-molecular-weight protein
formation for the formulations placed in the L-SOMA system was greater than for
formulations placed in a glass vial after undergoing 2 weeks in a 40°C and 75%
relative humidity environment (Extended Data Fig. 1). Additionally, the purity loss
for the liquid formulation was higher than the purity loss for the solid formulation
that we previously reported using the SOMA system?'. The initial glass vial
studies provide evidence that it is possible to maintain our custom-designed drug
formulations at a stability that meets commercial stability requirement guidelines;
however, adjustments to the L-SOMA storage system, which make it more similar
in chemical composition and sterility to the glass vial storage system, might be
required to ensure long-term stability of the filled drug. Additionally, it should
be noted that the formulations used in this study contained high concentrations
of drug, are not the marketed formulations of the compounds and have not
yet been optimized in terms of formulation stability to accommodate the high
concentration. Further formulation optimization might also increase the stability
of drug formulation loaded in the L-SOMA.

Bioavailability calculations. Individual plasma concentration time profiles
were analyzed by a non-compartmental model in WinNonlin Phoenix version
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6.3 (Pharsight), and the resulting terminal half-lives were determined for IV,
SC and PO dosing. For PO and SC studies, the absolute bioavailability (F) was
calculated; the dose-corrected area under the curve (AUC) was calculated
after both oral administration and intravenous administration to swine, and,
specifically, F% was calculated as AUC/Dpo divided by AUC/Div x 100. For
inactivated semaglutide-like GLP-1, the time from 0 h to 72h was used for
calculating AUGC; thus, the pharmacokinetic profile was not extrapolated

to infinity due to the relatively short sampling compared to the t"? and the
associated uncertainty extrapolating to infinity when the sampling time
constitutes only 2 X t" For insulin, the AUC was extrapolated to infinity
using linear regression. One animal did not have exposure of inactivated
semaglutide-like GLP-1, and, thus, the absolute bioavailability was indicated as
‘0” for this animal.

Clinical feasibility assessment. The L-SOMA capsule facilitates a rapid
pharmacokinetic uptake within minutes after administration and possesses

a loading capacity of up to at least 4 mg of bioavailable drug, enabling the
compatibility of this capsule with a new set of medications that could not
previously be orally delivered. For adalimumab, taking the 4-mg pill daily would
deliver a total dose of 56 mg over the course of a 2-week period compared

to the prescribed subcutaneous injection dose of 40 mg once every 2 weeks.
Higher drug loads might be feasible depending on the solubility of the selected
compound, and the company Elektrofi recently demonstrated a method to
create an injectable formulation with a monoclonal antibody concentration up
to 500 mg ml™! (ref. **). That would translate to a dose of 40 mg per L-SOMA.
To deliver high-viscosity fluids that arise from highly concentrated drug
formulations, the injection spring and needle gauge size can be strengthened
and widened, respectively, to accommodate injection. Furthermore, the fluid
path into the needle lumen can be further optimized to reduce fluid sheer
stress. The other drugs tested in this study all are prescribed at doses below
4mg per injection. In fact, the absorption and bioavailability of long-acting
GLP-1 dosed via the L-SOMA suggest that the L-SOMA system might enable
once weekly dosing of compounds with similar dose requirements and a long
systemic half-life. For potent, rapid-acting drugs, such as insulin, it will be
important to develop dosing and drug-loading systems that allow the user to
deliver doses specific to their individual needs. This could be facilitated through
pre-filled pills with different dose sizes or through at-home filling stations that
allow for customizable dose sizes. Although the ability to deliver epinephrine
for anaphylaxis using the L-SOMA might be hindered by swallowing
difficulties in serious cases, the capsule could still be used to deliver the drug
for slower-onset allergic reaction. Additionally, the use of epinephrine in the
L-SOMA device demonstrates the ability to deliver small molecule drugs that
require parenteral administration. Poorly soluble small molecule drugs that
demonstrate low systemic uptake' might also be suitable candidates for the
L-SOMA system. The broad-ranging applicability of the L-SOMA means

that it is possible to load the capsule with any liquid formulation, including
small molecule or macromolecule drugs—albeit reformulation and
up-concentration might be necessary to reach the required therapeutic dose
for a given drug. Furthermore, investigation on the potential of applying

the depot sites for controlled prolonged release might be of interest across a
range of clinical applications.

Statistical analysis. No data were excluded from the analysis. Unpaired
Student’s t-tests and one-way analysis of variance (ANOVA) with Tukey’s
multiple comparisons tests were performed using Prism Version 8.3

(GraphPad) or Excel (Microsoft). A value of P<0.05 was considered statistically
significant. Figure captions and text describe the number of replicates used in
each study. Figure captions define the center line, and error bars present in

the plots.

Reporting Summary. Further information on research design is available in
the Nature Research Reporting Summary linked to this article.

Data availability

The data used to generate the figures and numerical statistics in this paper can be
found as attached Excel files in the Supplementary Information. Source data are
provided with this paper.
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Extended Data Fig. 1| Liquid Formulation Stability. Human Insulin (HI) concentrated to 12.5 mg/mL and a semaglutide (Sema) exploratory formulation
concentrated to 50 mg/mL were placed inside of either an L-SOMA or a glass vial and were subjected to a 40 °C and 75% relative humidity environment for
two weeks. (a) Purity loss and (b) high molecular weight protein (HMWP) formation were then measured. (Mean + SD, n = 3 device replicates; Unpaired t

test).
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Extended Data Fig. 2 | L-SOMA needle injection images. (a) High speed photography of an initial prototype L-SOMA device with a 21G needle actuating
into 0.3% agarose gel demonstrated that all of the liquid exits through the needle tip and none of the liquid exits through the bottom membrane. (Images
are from one of n = 3 technical replicates). (b) No drug is delivered if the needle lacks a side channel (Images are from one of n = 3 technical replicates).
Prototypes used during future ex vivo and in vivo studies employed a 32 G needle rather than a 21G needle. (n = 3 technical replicates). (¢) Hole on top of
the L-SOMA device allows access to the (d) dissolving pellet, which actuates the needle injection. (e-g) Sequential MicroCT images of a non-retracting
L-SOMA delivering contrast dye into ex vivo swine tissue. (Images are from one of n=8 technical replicates). Scales Bars = 5mm.
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Extended Data Fig. 3 | Injection test mechanism setup and ex vivo injection force calculations. (a) (Top) Computer aided design of the custom actuation
mechanism used to insert a needle a controlled distance and inject an exact amount of fluid. (Bottom) Experimental setup of controlled injection studies.
The texture analyzer pushes down on the plunger which causes the liquid to inject into the swine stomach tissue below. (b, €) The force required to inject
a depot into ex vivo swine stomach tissue at a given needle insertion depth. (Mean + SD; 4 mm: n=11; 4.5mm: n=9; 5 mm: n=18). (d, e) The force required

to inject a depot into ex vivo swine stomach tissue using a needle with a 10° backgrind and a backgrind of >50°. (Mean + SD; 10°: n=20; >50°: n=5;
Unpaired t test).
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Extended Data Fig. 4 | Dog ex vivo histology from L-SOMA injection. Histology of ex vivo dog stomach after an L-SOMA insulin injection using a (a)
hematoxylin and eosin stain, (b) an immunohistochemistry stain against insulin, (¢) or an immunohistochemistry stain against smooth muscle actin. These
are example images from one of 3 replicates. Scale bar = Tmm.
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Extended Data Fig. 5 | L-SOMA needle retraction mechanism design. The device first actuates after the hub pellet (red) dissolves and allows the latching
mechanism at the top of the pill to release. The retraction spring, located axially around the needle shaft, compresses after the first stage of actuation due
to the inherent movement of the needle during injection. The dissolution of the second pellet, which is exposed only after the first pellet dissolves, frees

the spring to expand and draw the needle back into the capsule.
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Extended Data Fig. 6 | Blood glucose change in swine after 0.24 mg epinephrine injection. Colored lines represent individual swine profiles and black

lines represent the mean values.

NATURE BIOTECHNOLOGY | www.nature.com/naturebiotechnology


http://www.nature.com/naturebiotechnology

NATURE BIOTECHNOLOGY ARTICLES

Fundus Body
Control Epinephrine Control Epinephrine
@ = w
z 5 2
o 7] o =
S D S c
3 o ®© @D
) 3 48 ®
>S5 [ o
e g8 =
e » £ w
=2 Qd O =
» o = S o o
] c »w o 3
2 177} 7] L
S o S S
= @ = o
@D
QO

Epinephrine Zoomed

Control Zoomed

Extended Data Fig. 7 | In vivo swine histology after L-SOMA epinephrine injection. Hematoxylin and eosin stain histology of swine stomach hours after
L-SOMA injection. L-SOMA devices were injected in the fundus or body of the stomachs. An increase in cellularity is seen between the control and the
experimental tissues, but this variability is expected in tissue locations with rapidly dividing cells. Moreover, the regular injection of epinephrine in the
stomach during endoscopy supports the safety of intermittent administration of this drug in this location. The control histology is of swine stomach tissue
not dosed with any device. These are example images from one of three animal replicates.
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Extended Data Fig. 8 | Pharmacokinetics of gavage dosed epinephrine and adalimumab. Dissolved (a) adalimumab (4 mg) or (b) epinephrine (0.24 mg)
were dosed through an endoscope into the lumen of swine stomachs (n=3 animal replicates).
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Extended Data Fig. 9 | Histology taken from swine dosed multiple times with L-SOMAs over three days. (a-c) Three samples were collected according to
standard histopathological procedures representing the (a) cardia, the (b) fundic, and the (¢) pyloric region. No treatment related findings were observed
in these standard samples in any of the three swine. (d) Histology from a minimal focal lesion from the fundic region of one of the three swine. The image
shows an acute minimal erosion with sloughing of epithelial cells and peripheral acute hemorrhage. This injury is most likely a mechanical trauma caused
by the endoscope when dosing the animal and is not a direct effect of the intended L-SOMA dosing. (e) Zoomed in image of “d". (a-c: Scale Bar =500 um;
d: Scale Bar = Tmm.; e: Scale Bar = 250 um).
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Extended Data Fig. 10 | SOMA actuation in dog stomach after oral dosing in an awake dog. A radiograph of the SOMA device (a) before and (b) after
actuating in the gastric cavity. Note the extension of the spring in the right panel. Scale Bar = 5mm.
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Antibodies used Anti Human Insulin antibodies and Anti GLP-1 Antibodies were used in the elisa assay. These were custom made by Johannes
Fels at Novo Nordisk. Adalimumab was used as a medication. This antibody was produced by Abbvie. The ELISA kit ab237641
from Abcam and its associated antibodies were used to measure the presence of adalimumab in the animal's blood. The ELISA
kit KA1882 from Abnova and its associated antibodies were used to measure the presence of epinephrine in the animal's blood.

Validation A validation of the specificity of antibody binding to human insulin over all other types of animal insulin and other proteins was
performed and is published in DOI: 10.1126/science.aau2277. Other antibodies were validated internally by their respective
companies.
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